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ABSTRACT 
The NASA Geosynchronous Imaging Fourier Transform Spectrometer (GIFTS) has been completed as an Engineering 
Demonstration Unit (EDU) and has recently finished thermal vacuum testing and calibration. The GIFTS EDU was 
designed to demonstrate new and emerging sensor and data processing technologies with the goal of making 
revolutionary improvements in meteorological observational capability and forecasting accuracy. The GIFTS EDU 
includes a cooled (150 K), imaging FTS designed to provide the radiometric accuracy and atmospheric sounding 
precision required to meet the next generation GOES sounder requirements. This paper discusses a GIFTS sensor 
response model and its validation during thermal vacuum testing and calibration. 
The GIFTS sensor response model presented here is a component-based simulation written in IDL with the model 
component characteristics updated as actual hardware has become available. We discuss our calibration approach, 
calibration hardware used, and preliminary system performance, including NESR, spectral radiance responsivity, and 
instrument line shape. A comparison of the model predictions and hardware performance provides useful insight into 
the fidelity of the design approach. 
Keywords: GIFTS, system performance, radiometric modeling, Fourier transform spectrometer (FTS), remote sensing 
1. INTRODUCTION
The NASA Geosynchronous Imaging Fourier Transform Spectrometer (GIFTS) Sensor Module (SM) has been 
completed as an Engineering Demonstration Unit (EDU) and has recently finished thermal vacuum testing and 
calibration. The GIFTS EDU was designed and fabricated by the Space Dynamics Laboratory at Utah State University 
(SDL/USU) to demonstrate new and emerging sensor and data processing technologies with the goal of making 
revolutionary improvements in meteorological observational capability and forecasting accuracy1,2. The GIFTS EDU 
includes a cryogenically cooled imaging Fourier transform spectrometer (FTS) with programmable spectral resolution 
designed to provide the radiometric accuracy and atmospheric sounding precision required to meet the next generation 
GOES sounder requirements. In this paper a GIFTS sensor response model is described, and both modeled and 
preliminary actual performance of the GIFTS EDU are presented. 
Figure 1 shows a layout of the GIFTS optical system. Radiation entering the system is directed by the pointing mirror 
(PM) into the telescope (fore optics). An IR/visible dichroic separates the radiation into visible and infrared (IR) bands. 
The visible radiation is focused on the active pixel sensor (APS). The IR radiation is reflected into the FTS, which is a 
plane-mirror Michelson interferometer. After passing through the FTS the IR radiation is directed into the aft optics 
where an IR dichroic beamsplitter separates the IR radiation into the long-wave IR (LWIR) band (685 – 1130 cm-1) and 
the short/mid-wave IR (SMWIR) band (1650 – 2250 cm-1). The IR radiation in these two bands is then focused on the 
LWIR and SMWIR focal plane arrays (FPAs). A flip-in mirror can be inserted into the optical path between M2 and M3 
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to allow the FPAs to view one of two internal blackbodies designed by the University of Wisconsin-Madison Space 
Science and Engineering Center3,4. A cold shutter at 60 K can be moved into the optical path in front of the Lyot stop to 
block all incoming radiation to make measurements of the detector dark offset levels. An on-board miniature cryocooler 
cools the FTS to 150 K and the FPAs to 60 K. A stabilized 1064.57 nm diode pumped laser provides the optical 
frequency reference for the FTS. The GIFTS spectral resolution is programmable with a maximum spectral resolution of 
0.57 cm-1. Each IR FPA contains 128 × 128 individual detector elements that have a single-pixel spatial geometric 
footprint of 4 × 4 km. The total FPA footprint is 512 × 512 km. 
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Aft-optics
IR imager
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Visible/IR Dichroics (150 K)
M3
M1
M2
Pointing Mirror
(250 – 290 K)
Afocal Telescope Fore-optics (200 - 220 K)
Field Stop
IR Dichroic
Lyot Stop (60 K)
Flip-in Mirror, Blackbodies
Filter (240 K)
5 Element Lens & APS (240 K)
Aperture Stop
 
Fig. 1. GIFTS optical diagram. 
 
 
2. GIFTS SENSOR RESPONSE MODEL 
 
The GIFTS sensor response model is written in the IDL programming language and is intended to give a complete and 
accurate first-order simulation of the GIFTS response to a given input spectral radiance. A block diagram of the model 
is shown in Figure 2. The units at each stage of the simulation are given below the respective quantities. The model is 
constructed to simulate the physical hardware as closely as possible, and has been refined and updated as actual 
hardware characteristics have become available. 
 
 
Fig. 2. GIFTS sensor response model block diagram. 
 
Input spectral 
radiance 
L( ν ,i,j) Fore optics, 
FTS, aft optics FPA
Total flux
at FPA
S(x,i,j)
[ photons/sec ] [ volts ]
FPA output
voltage
Sv(x,i,j)
[ 14-bit digital
counts ]
A/D output
r(x,i,j)
DSP A/DConverter
[ 16-bit digital
counts ]
DSP output
r dsp (x,i,j)
DSP Statistics
[ mW / (m 2  sr cm -1 ) ] 
Proc. of SPIE Vol. 6297  62970T-2
Downloaded From: http://proceedings.spiedigitallibrary.org/ on 09/24/2014 Terms of Use: http://spiedl.org/terms
  
The input to the model is the spectral radiance for a particular pixel L(ν,i,j), where ν  is the wavenumber vector and i,j 
are the pixel coordinates. The first block models the GIFTS fore optics, FTS, and aft optics. The output of the first 
block, S(x,i,j), is the total flux incident on the FPA as a function of optical path difference (OPD), x, and the pixel 
coordinates. S(x,i,j) accounts for the instrument throughput and includes photon contributions from the scene and 
GIFTS optics. Spectral optical efficiencies are used for the pointing mirror, M1, M2, M3, the FTS 
beamsplitter/compensator, and the optical bandpass filter. Lumped-element, band-averaged optical efficiencies are used 
for all other optical elements. Band-averaged single-element emittances are used for the pointing mirror, the IR dichroic 
beamsplitter and the optical bandpass filter. Lumped-element, band-averaged effective emittances are used for all other 
optics. The interferogram S(x,i,j) is a non-ideal interference term accounting for non-unity modulation efficiency and 
non-zero phase due to instrument effects such as beamsplitter-compensator mismatch. The interferogram includes OPD 
sampling interval differences for off-axis pixels, the proper number of samples, and the proper spectral resolution. 
Interferograms with modulation efficiencies that vary as a function of both wavenumber and OPD due to tilt of the 
interferometer moving mirror can be modeled using a mirror tilt term that is a function of OPD. 
 
The FPA block in Figure 2 models FPA pixel element (i,j) and the FPA read-out integrated circuit (ROIC). Pixel-to-
pixel non-uniformities in detector resistance-area product (R0A) and peak quantum efficiency are modeled, as are the 
resulting pixel-to-pixel non-uniformities in dark current, detector noise, and responsivity. Nominal R0A and quantum 
efficiency values, detector relative spectral responses, and detector nonlinearity are based on preliminary estimates or 
measurements by the FPA manufacturer. Finite FPA electron-well depths are modeled. Nominal FPA fixed-integration 
times are used. Photon noise, FPA thermal noise, and ROIC noise are all modeled. 
 
The A/D converter block in Figure 2 models the analog-to-digital converter (ADC). In the actual GIFTS EDU the 
LWIR FPA has 16 output taps and the SMWIR FPA has 4 output taps, with one ADC per tap. The model simulates a 
single 14-bit ADC per FPA and includes ADC electronics noise. 
 
The DSP block in Figure 2 simulates the digital signal processor (DSP), which for the GIFTS EDU was implemented in 
software. The DSP functions include co-adding of samples in the LWIR channel, computation of statistics prior to 
digital filtering, digital filtering, and decimation. The digital filter coefficients are complex and the output of the DSP, 
rdsp(x,i,j), is a complex interferogram as a function of OPD and the pixel coordinates. 
 
The model can output the response at one of three possible points in the signal chain in Figure 2: the output of the FPA, 
the output of the A/D, or the output of the DSP. The model is capable of simulating the GIFTS response as full 128 ×128 interferogram data cubes for both IR channels, or single interferograms for a given pixel from either FPA. The 
non-ideal instrument effects such as noise, nonlinearity, FPA non-uniformities, and interferometer mirror tilt can be 
switched on or off when the model is run, as desired by the user. Table 1 lists the model parameters and their default 
values. 
 
The model has been a powerful tool during instrument design, calibration planning, thermal vacuum testing, and 
calibration. During instrument design the model was used to assess the impact of expected tilt of the interferometer 
moving mirror as a function of OPD on noise equivalent spectral radiance (NESR), with the conclusion that expected 
tilts would have negligible impact on NESR. It was used to simulate the effect of a FPA read-out anomaly as 
interferograms were propagated through the filtering and decimation stages of the digital signal processor (DSP), to 
assess the impact of the anomaly on NESR, and the effectiveness of a possible correction for the anomaly. The model 
was also used in the development and testing of a proposed linearity correction algorithm for the filtered/decimated 
interferograms. During calibration planning the model was used to generate full GIFTS synthetic data cubes that were 
used in development and testing of calibration software as well as to simulate GIFTS responses to various calibration 
configurations. The model was used during thermal vacuum testing and calibration to assist in troubleshooting and 
confirmation of expected responses. 
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Table 1. GIFTS sensor response model parameters. 
 
Parameter LWIR Value SMWIR Value Units Description/Notes 
AΩ 5.652E-10 5.652E-10 m2 sr throughput (per-pixel) 
Tpm    250 250 K temperature of the pointing mirror (PM) 
εpm   0.037 0.012 unitless emittance of pointing mirror 
max[τpm(ν)] 0.985 0.990 unitless peak optical efficiency of pointing mirror 
T1      220 220 K temperature of telescope fore-optics region (M1, M2, M3) 
ε1    0.027 0.027 unitless effective emittance of telescope fore-optics 
max[τ1(ν)] 0.963 0.966 unitless peak optical efficiency of fore-optics 
T2      150 150 K 
temperature of aft-optics region (D1, FTS, D2, M4, M5, 
M6, M7, M8) 
ε2    0.086 0.087 unitless effective emittance of aft-optics 
max[τ2(ν)]  0.321 0.318 unitless peak optical efficiency of aft-optics 
T3      60 60 K temperature of IR FPA region (D3, optical filter, FPA) 
εD3    0 0 unitless emittance of D3 
τD3    0.83 0.999 unitless optical efficiency of D3 
εopf 0.222 0.111 unitless emittance of bandpass optical filter 
max[τopf(ν)] 0.890  0.954 unitless peak optical efficiency of bandpass optical filter 
τdet    0.97 0.97 unitless optical efficiency of detector AR coating 
Nifg    66276 16520 unitless number of raw interferogram samples 
λlaser  1064.57 1064.57 nm metrology laser wavelength 
dν      0.57 0.57 cm-1 spectral resolution (on-axis) 
ζ 0.73 0.79 unitless modulation efficiency 
θpix  766.5 766.5 µrad 
angle subtended by the width of one pixel at interferometer 
mirrors 
νlow 685 1650 cm-1 low wavenumber cutoff for measurement band 
νhigh 1130 2250 cm-1 high wavenumber cutoff for measurement band 
Rm 1.75 1.75 cm beam radius at interferometer mirrors 
φtilt 3.3 3.3 arcsec maximum mirror tilt (at ends of high resolution scan) 
Fh  128 128 unitless FPA height in pixels 
Fw  128 128 unitless FPA width in pixels 
Ad 3.60E-09 3.60E-09 m2 detector pixel area 
wd 100E+06 20E+06 unitless FPA detector well depth in electrons 
qenom  0.9 0.9 unitless nominal peak detector quantum efficiency  
qestd  0.05 0.05 unitless pixel-to-pixel std. dev. of peak quantum efficiency 
R0Anom 41 5.0E+05 ohm cm2 nominal detector R0A product 
R0Astd 5 1.0E+05 ohm cm2 pixel-to-pixel std. dev. of  R0A product 
vb  -20.0 -20.0 mvolts detector bias voltage 
tint    134 545 µsec nominal detector fixed-integration time 
tsamp   166.5 666.5 µsec nominal FPA sample time 
σROIC 14564 1781 unitless ROIC noise electrons 
vmax 2.7 2.7 volts FPA output voltage for a full well 
ADbits  14 14 unitless number of A/D bits 
ADmin  0 0 volts the minimum value defining the A/D dynamic range 
ADmax  2.7 2.7 volts the maximum value defining the A/D dynamic range 
σAD 165 165 µvolts A/D electronics noise 
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3. GIFTS EDU CALIBRATION 
 
The approach used by SDL to calibrate a radiometric sensor involves characterizing the sensor in several domains, 
including the sensor’s radiometric responsivity, spectral responsivity, spatial responsivity, temporal responsivity, and 
polarization responsivity5.  Ideally the sensor response in each of these domains is characterized independently of the 
others; however, compete independence is not always possible. A complete calibration characterizes the sensor in each 
of these domains and includes estimates of measurement uncertainties. SDL has traditionally grouped calibration 
parameters into two groups. In the first group are those parameters used in the calibration equation to convert sensor 
output to engineering units. The second group includes all other parameters not included in the calibration equation but 
still needed for a complete characterization of the instrument, such as NESR. During the calibration of the GIFTS EDU 
the instrument was characterized in all of the domains with the exception of polarization responsivity6, which was 
eliminated due to project funding limitations. 
 
Two primary calibration sources were used during calibration of the GIFTS EDU: the 2nd multifunction infrared 
calibrator (MIC2)7 and the 15-inch high accuracy extended source (HAES-15)8. These sources, pictured in Figure 3, can 
be attached to the GIFTS thermal vacuum test chamber and, when attached, share a common vacuum with it. The MIC2 
includes an extended area blackbody source, and can be used in collimator mode, Jones source mode, or scatter source 
mode with a variety of external laboratory sources including external blackbodies, gas cells, and lasers. The MIC2 also 
includes several optical filters and various sized apertures that may be moved in or out of the optical path at the entrance 
aperture. The HAES-15 is a high emissivity extended area blackbody source with traceability to NIST. 
 
During GIFTS EDU calibration the MIC2 was used in collimator mode with an external blackbody and various aperture 
sizes to perform measurements for the spatial calibration, including point source responses and optical distortion. The 
MIC2 was used in collimator mode with an IR laser and gas cells to perform measurements for the spectral calibration, 
including line position and instrument line shape. The MIC2 was also used to perform system level measurements of the 
GIFTS EDU nonlinearity using the small signal linearity technique. The HAES-15 was used to perform radiance 
responsivity measurements throughout the dynamic range. The HAES-15 was also used as a cold (~80 K) external 
source to make measurements of the emissions from the telescope optics. 
 
  
MIC2 HAES-15 
Fig. 3. The MIC2 and HAES-15 calibrators were used in the GIFTS EDU calibration. 
 
4. COMPARISON OF MODELED AND ACTUAL PERFORMANCE 
 
Preliminary GIFTS EDU performance results were compared with results predicted by the GIFTS sensor response 
model for the following performance measures and instrument characteristics: spectral radiance responsivity (SRR), 
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noise equivalent spectral radiance (NESR), instrument line shape, out-of-band nonlinear harmonics, and apparent line 
shifts for off-axis pixels. 
 
Pixels with nominal responsivities and noise from each FPA were selected for the SRR and NESR comparisons. Fig. 4 
shows histograms of the integrated responsivity and noise for each FPA and the pixels selected for the comparisons. 
Pixels are indexed using the convention (column, row) where pixel (0,0) is in the upper left corner of the FPA. 
 
 
 
 
 
Fig. 4. Histograms of the GIFTS EDU integrated responsivity and noise from the LWIR and SMWIR FPAs. Pixel (72,70) 
from the LWIR FPA and pixel (59,57) from the SMWIR FPA, which were used for SRR and NESR comparisons, are 
shown to be nominal pixels in both responsivity and noise. 
 
Fig. 5 shows the modeled and preliminary measured SRR. The measured SRR was computed as follows: individual 
spectra with the HAES-15 extended area blackbody source at two different source temperatures were computed and 
phase corrected, and the real part of the phase corrected spectra were averaged for each temperature. The SRR was 
computed as the ratio of the difference of the average spectra to the difference in the Planck functions at the two source 
temperatures. No linearity correction was applied when computing the preliminary SRR. The modeled SRR was 
computed by a complete end-to-end simulation. Modeled linear, noise-free GIFTS interferograms were computed using 
Planck functions at the two HAES-15 source temperatures as model inputs. The simulated interferograms were then 
processed with identical processing steps used to compute the measured SRR.  
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There is good general agreement between the modeled and actual SRR. The discrepancy between modeled and actual 
results in the LWIR band near 800 cm-1 may be due to the fact that the model does not have spectral transmission values 
for many of the optics, polarization effects have not been included in the model, and/or linearity correction has not been 
performed on the measured results. 
 
Fig. 5. Comparison of GIFTS EDU measured and modeled spectral radiance responsivity (SRR) for nominal pixels from 
the LWIR and SMWIR FPAs. 
Fig. 6 compares the modeled and measured NESR, which is a measure of the spectral radiance uncertainty associated 
with a single GIFTS measurement. The measured NESR estimates were calculated as follows. The spectral standard 
deviation of several individual phase corrected spectra was computed as an estimate of the spectral noise associated 
with a single measurement. The spectral noise estimates for the LWIR and SMWIR bands were computed from spectra 
taken while viewing the HAES-15 at source temperatures of 276 K and 260 K, respectively, because these are the 
temperatures at which the GIFTS EDU NESR requirements are specified. The spectral noise estimate was then 
converted to radiance units by dividing it by the SRR. The modeled NESR was generated by computing modeled 
interferograms, including noise, using Planck functions at the specified source temperatures as model inputs. The 
modeled interferograms were then processed with identical processing steps used to compute the measured NESR. The 
NESRs shown in Fig. 6 were smoothed by a moving average function approximately 20 cm-1 wide. 
 
Fig. 6 shows excellent agreement between the modeled and actual NESR results. The GIFTS EDU NESR requirements 
and objectives are also shown in Fig. 6. The measured NESR is well below the EDU requirement for both bands and 
near the EDU objective for the entire SMWIR band and most of the LWIR band. The EDU NESR objective is the 
original flight specification. As shown in Fig. 6, the GIFTS EDU has already demonstrated NESR levels that are at or 
near the levels required for a flight unit to provide the radiometric uncertainty required for atmospheric sounding. We 
are confident that from the experience gained with the GIFTS EDU, improvements can be made that will result in even 
better NESR performance for a flight instrument. 
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Fig. 6. Comparison of GIFTS EDU measured and modeled NESR for nominal pixels from the LWIR and SMWIR FPAs. 
Fig. 7 shows the modeled and preliminary measured instrument line shape (ILS). A CO2 laser was used to produce the 
data for the measured ILS. To calculate the measured ILS several interferograms from an LWIR pixel were zero padded 
by a factor of 32 prior to Fourier transformation and the spectral average of the individual phase corrected spectra was 
computed. The spectrum was then peak normalized. No wavenumber scale correction was applied. To compute the 
modeled ILS, interferograms were generated using the sensor response model with an input spectrum consisting of a 
single spectral line calculated such that the modeled and measured lines are in the same position. The simulated 
interferograms were processed with the same processing steps used to compute the measured ILS. In this case the 
measured and modeled results are nearly identical. 
 
  
Fig. 7. Comparison of GIFTS EDU measured and modeled instrument line shapes. 
Fig. 8 is a comparison between measured and modeled out-of-band harmonics that result from nonlinearities in the 
system, at two points in the dynamic range. The data used to produce the results in Fig. 8 were not processed by the 
DSP because the out-of-band harmonics would be filtered out. The measured results in Fig. 8 were calculated by 
computing average magnitude spectra for an LWIR pixel. The interferograms were truncated to produce spectra with 
approximately 8 cm-1 unapodized spectral resolution. The modeled results were calculated by simulating GIFTS 
interferograms, including nonlinearity, using Planck functions at the measured temperatures as the model input. 
Transmission through the MIC2 calibrator was also accounted for to simulate the actual conditions under which the data 
were collected. The simulated interferograms were processed identically to the measured interferograms to produce the 
modeled results in Fig. 8. There is reasonable agreement in the location and magnitudes of the predicted and actual 
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nonlinear harmonics suggesting that the simulated nonlinearity is close to the actual GIFTS EDU system nonlinearity. 
This fact gives added confidence to the proposed and simulated method of linearity correction for actual GIFTS EDU 
interferograms. 
 
  
Fig. 8. Comparison of GIFTS EDU measured and modeled out-of-band nonlinear harmonics at two different points in the 
dynamic range. The measured data in the left plot are from one of the GIFTS EDU internal blackbodies at 286 K. The 
measured data in the right plot were collected viewing an external blackbody at 350 K through the MIC2 calibrator in 
collimator mode. 
Fig. 9 shows actual and modeled apparent spectral line shifts across the SMWIR FPA. In an imaging FTS there is an 
apparent shift in the position of a spectral line across the FPA that is caused by beams traveling through the 
interferometer at different angles. Once the apparent shifts have been measured, the spectral line positions can be 
corrected for. In Fig. 9 the actual spectral line shifts were calculated from measurements taken with a gas cell filled with 
CO. Due to the experimental setup only a 15-pixel diameter portion of the FPA could be illuminated at once. The actual 
lines shifts across the FPA were calculated by analysis from measurements taken in the four corners and center of the 
FPA. The modeled line shifts were calculated by simulating GIFTS interferograms for an input spectrum consisting of a 
single spectral line and computing the ratio of the apparent to the true position of the spectral line for each pixel in the 
FPA. The actual results are in excellent agreement with the predicted results. The actual center of the interferometer is 
approximately 6.2 pixels above the center of the SMWIR FPA. 
 
  
Fig. 9. Comparison of GIFTS EDU actual and modeled line shifts across the FPA. 
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5. SUMMARY 
 
We have presented a GIFTS sensor response model that has been shown to be in excellent agreement with preliminary 
GIFTS EDU measured results. The GIFTS EDU exhibits exceptional performance as evidenced by the preliminary data 
presented here. The validation of the sensor response model demonstrates that the GIFTS EDU performs substantially 
according to design. The NESR for the GIFTS EDU, a critical performance metric, easily meets the GIFTS EDU 
requirements and is at or near levels required for a flight instrument. More detailed analysis of the data collected during 
thermal vacuum testing and calibration is underway. 
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